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OBJECTIVES The aim of this study was to determine whether noninvasive imaging of cardiac electrophys-
iology (NICE) is feasible in patients with Wolff-Parkinson-White (WPW) syndrome in the
clinical setting of a catheter laboratory and to test the accuracy of the noninvasively obtained
ventricular activation sequences as compared with that of standard invasive electroanatomic
mapping.
BACKGROUND NICE of ventricular activation could serve as a useful tool in the treatment of cardiac
arrhythmias and might help improve our understanding of arrhythmia mechanisms.
METHODS NICE works by fusing the data from high-resolution electrocardiographic mapping and a
model of the patient’s cardiac anatomy obtained by magnetic resonance imaging. The
ventricular activation sequence was computed with a bidomain theory-based heart model to
solve this inverse problem. Noninvasive imaging of cardiac electrophysiology was performed
in 7 patients with WPW syndrome undergoing catheter ablation of the accessory pathway.
The position error of NICE was defined as the distance between the site of earliest activation
computed by NICE and the successful ablation site identified by electroanatomic mapping
(CARTO; Biosense Webster, Diamond Bar, California) for normal atrioventricular (AV)
conduction as well as for adenosine-induced AV block.
RESULTS The error introduced by geometric coupling of the CARTO data and the NICE model
was 5  3 mm (model discretization 10 mm). All ventricular accessory pathway insertion
sites were identified with an accuracy of 18.7  5.8 mm (baseline) and 18.7  6.4 mm
(adenosine).
CONCLUSIONS The individual cardiac anatomy model obtained for each patient enables accurate noninvasive
electrocardiographic imaging of ventricular pre-excitation in patients with WPW syndrome.
Noninvasive imaging of cardiac electrophysiology might be used as a complementary
noninvasive approach to localize the origin and help identify and understand the underlying
mechanisms of cardiac arrhythmias. (J Am Coll Cardiol 2006;48:2045–52) © 2006 by the
ublished by Elsevier Inc. doi:10.1016/j.jacc.2006.08.019American College of Cardiology Foundation
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Padiofrequency catheter ablation procedures have demon-
trated major progress in the treatment of cardiac arrhyth-
ias over the past decade. There are several novel strategies
or electrophysiologic mapping and real-time navigation in
he 3-dimensional (3D) anatomy of the heart (1,2). Non-
nvasive techniques, such as computed tomography (CT) or
agnetic resonance imaging (MRI), have recently emerged
n clinical routine. However, the diagnosis and treatment of
any cardiac arrhythmias remains the domain of invasive
lectrophysiological studies and therefore are dependent on
uoroscopy.
New cardiac imaging techniques, such as the noninvasive
maging of cardiac electrophysiology (NICE) (3–6), are a
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ent of Radiology, Medical University Innsbruck, Innsbruck, Austria; and the
Institute for Biomedical Engineering, University for Health Sciences, Medical
nformatics, and Technology, Tirol, Austria. This study was supported by the
ustrian Science Fund (Fonds zur Förderung der wissenschaftlichen Forschung
FWF]), Grant START Y144, and by Oesterreichische Nationalbank Jubiläumsfond
Jubiläumsfondsprojekt Nr. 11183).2
Manuscript received March 1, 2006; revised manuscript received May 16, 2006,
ccepted May 22, 2006.eans of integrating anatomical and electrophysiologic
nformation by coupling noninvasive beat-to-beat analysis
f cardiac activation and patient cardiac anatomy. Nonin-
asive imaging of cardiac electrophysiology might improve
ur understanding of the underlying arrhythmia mecha-
isms, even before and during invasive catheter ablation. It
ight also facilitate localization and ablation of the under-
ying arrhythmogenic substrate and therefore decrease cath-
ter ablation and fluoroscopy time.
The aim of the present study was to test the hypothesis
hat noninvasive ventricular activation mapping is feasible in
he clinical setting of a catheter laboratory with sufficient
patial and temporal resolution. For the first time, nonin-
asive mapping of human ventricular pre-excitation was
erformed and the results were validated by invasive 3D
lectroanatomic mapping (CARTO; Biosense Webster,
iamond Bar, California).
ETHODS
atient population. Seven patients (3 female; mean age
9  9 years) with overt ventricular pre-excitation under-
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NICE of Ventricular Pre-Excitation November 21, 2006:2045–52ent electrophysiologic examination and subsequent radio-
requency catheter ablation of the accessory pathway. All
atients had structurally normal hearts as assessed by prior
ransthoracic echocardiography. None of the patients were
eceiving antiarrhythmic drug therapy. Patient characteris-
ics are given in Table 1. The study was approved by the
ocal ethics committee, and written informed consent was
btained from all patients.
RI. Before electrophysiologic examination, patient-
pecific anatomical data were obtained by MRI with a
agnetom Vision Plus 1.5-T scanner (Siemens, Erlangen,
ermany). The MRI was performed during the morning
linical routine, whereas the electrophysiologic examination
as performed in the afternoon with a mean delay of about
.5 h. Ventricular end-diastolic geometry and torso geom-
try were assessed in electrocardiogram (ECG)-gated cine
ode during breath hold as previously described (3,7).
iquid-filled anatomical markers (vitamin E capsules) on
he patient’s torso were used to couple the MRI geometric
ata with the data obtained during electrophysiologic
xamination.
CG mapping. A high-resolution 65-lead electrode array
as applied in the catheter laboratory before the ablation
rocedure. Radiotranslucent carbon electrodes were used to
acilitate simultaneous fluoroscopy. The ECG recordings
ere performed with the Mark-8 system (Biosemi V.O.F.,
msterdam, the Netherlands) at a sampling rate of 2,048 Hz
0.3 Hz to 400 Hz band pass filter) and an alternating current
AC) resolution of 500 nV/bit (16 bit analog-to-digital con-
erter, [i.e., 32 mV AC input range]). The Mark-8 is a
attery-powered (6 V) high-precision ECG amplifier. It was
xed at bedside to keep wire connections as short as possible.
ata were transferred to the recording personal computer via
n optic fiber.
Abbreviations and Acronyms
AV  atrioventricular
CT  computed tomography
ECG  electrocardiogram/electrocardiography
MRI  magnetic resonance imaging
NICE  noninvasive imaging of cardiac
electrophysiology
rms  root mean square
WPW  Wolff-Parkinson-White syndrome
able 1. Patient Characteristics
Patient # Gender Age (yrs) H
1 F 25
2 M 24
3 F 45
4 M 34
5 F 33
6 M 20
7 M 24ata are presented as absolute values.
LAL  left anterolateral; LL  left lateral; LPL  left posterolateral; RL  right latenatomical coupling. As anatomical data were recorded
n the MRI frame, all other geometric data also had to be
ransformed in this frame. For this purpose 7 anterior and
ateral MRI markers and the anterior and lateral electrode
ositions were measured with a magnetic digitizer (Fastrak;
olhemus Inc., Colchester, Vermont). The electrode posi-
ions were transformed by a rigid body transformation
rotation matrix and displacement vector), minimizing the
oot mean square (rms) distance of the 7 Polhemus marker
ositions to the MRI marker positions. The posterior
lectrodes were directly applied at the location of the
osterior markers. Intra-cardiac data were transformed in
he MRI frame with the 7 MRI marker locations with the
ARTO (Biosense Webster) catheter (see following text)
fter the electrophysiologic examination.
ICE. Noninvasive imaging of cardiac electrophysiology
equires assessment of the patient’s anatomy (MRI) to
onstruct a patient-specific computer model and a high-
esolution ECG map providing functional information on
arget beats (Fig. 1). For each patient a personal computer
odel, including compartments of different conductivity
heart, lungs, blood mass, and chest surface), was con-
tructed. For this purpose, a commercial software package
AMIRA Developer; TGS Template Graphics Software,
nc., Merignac, France) was adapted for contour detection
nd segmentation as previously described (3,8).
A bidomain model-based boundary element formulation
linear triangular elements) was applied to relate step-like
ocal activation (resting potential, 90 mV; plateau level,
mV; rising time, 3 ms) at the endocardial and epicardial
ource points to the simulated potentials at the electrode
ocations (9). A Wilson terminal defined the reference for
easured and computed unipolar signals (10).
For inverse computation of the ventricular activation
equence, the target beats were selected with an automated
ignal processing algorithm as previously described (11). In
rief, the model-based computation of the activation se-
uence of a single beat can be described as follows: for an
ssumed model-activation sequence, the ECG is simulated
nd compared with the measured ECG; the activation
equence is then systematically changed to minimize the
ifference between the simulated and the measured data.
he optimization routine described in the study by Fischer
t al. (9) was used to compute the activation sequence that
(cm) Weight (kg)
Ventricular Insertion of
Accessory Pathway
45 LL
75 LPL
83 RL
57 LPL
67 LAL
64 RPS
60 LLeight
163
168
186
171
165
178
178ral; RPS  right posteroseptal.
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November 21, 2006:2045–52 NICE of Ventricular Pre-Excitationest fits the measured data. The initial estimation of the
ctivation sequence was computed by applying the critical
oint theorem (12). Because this imaging problem was
ll-posed (i.e., the solution was sensitive to noise and model
rror), an additional regularization term of the Tikhonov
econd-order type was considered in the optimization pro-
ess. This regularization imposes the constraint that neigh-
oring source points have similar activation times (smooth
ctivation pattern). The coupled regularization strategy was
pplied to solve the nonlinear optimization problem (9).
he basic idea underlying coupled regularization is to use
he starting vector obtained with the critical point theorem
olely for optimization with the largest regularization pa-
ameter. When reducing the regularization parameter in
ach subsequent step, the previous step’s solution is chosen
s the new starting vector. This couples each regularization
tep with the previous one and reduces the sensitivity of the
igure 1. Noninvasive imaging of cardiac electrophysiology (NICE) work-
ow, including duration of the various procedural steps. ECG  electro-
ardiographic; MRI  magnetic resonance imaging.esults with regard to the choice of regularization parameter. cetails on the NICE method have been previously pub-
ished (3,7,9,13).
ata acquisition. During electrophysiologic examination
n intravenous bolus injection of adenosine (18 mg in
atients 50 kg, 12 mg in others) was administered after
lacing a catheter in the right ventricular apex to provide
ackup pacing (at an interval of 1,500 ms). At the time of
rug administration, ECG map recording was commenced
nd a segment of 30 s was recorded. Adenosine has a
pecific effect on the atrioventricular (AV) node, blocking
he T-type calcium channels (responsible for depolarization
n the AV node). Therefore, the accessory pathway re-
ained the only input for ventricular activation, whereas
nder baseline conditions there were 2 activation inputs for
entricular activation: 1) the accessory pathway, and 2) the
V node. The short half-life of adenosine (approximately
.5 s) caused only a few QRS complexes to show altered
orphology due to the single ventricular input. This ECG
attern was termed “A” (adenosine) morphology in this
tudy. The typical delta wave pattern under baseline condi-
ions reflecting 2 ventricular inputs was termed “W”
WPW) morphology.
ignal processing. Automatic identification of the time
nterval of ventricular depolarization was performed as
reviously described (11). Briefly, an R-peak detector was
sed to identify each potential target beat. A direct signal
lassification method was applied to classify beats of “W”
nd “A” morphology, excluding beats of different morphol-
gy (ventricular ectopics, backup pacing) from the analysis.
or both morphologies, a beat was exported to the NICE
oftware (described in the preceding text) by clicking on the
-peak. Once a beat was selected for imaging, the start and
he end of the global depolarization sequence were auto-
atically determined from the rms trace of the mapping
ata. Within the time interval of depolarization the sam-
ling rate was reduced to 500 Hz to permit fast computation
f the activation map.
adiofrequency ablation of accessory pathway. Ventricu-
ar activation of the accessory pathway was mapped during
inus rhythm with a 3D electroanatomic mapping system
CARTO). Left-sided accessory pathways were mapped
ith a multi-electrode catheter placed in the coronary sinus.
owever, ablation was performed at the endocardial ven-
ricular insertion site of the accessory pathway with a
etrograde approach via the aortic valve, aiming for the
arliest ventricular activation as determined by coronary
inus mapping. Right-sided accessory pathways were mapped
nd ablated at the tricuspid annulus during sinus rhythm. After
dentifying the earliest ventricular activation, characterized
s a hot spot in the CARTO map, radiofrequency energy
as delivered in a temperature-controlled mode at a maxi-
um temperature of 65°C and a power limit of 50 W. If we
ailed to interrupt conduction via the accessory pathway,
adiofrequency energy delivery was stopped after a maxi-
um of 10 s and the mapping continued. In the event thatonduction via the accessory pathway was interrupted,
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NICE of Ventricular Pre-Excitation November 21, 2006:2045–52adiofrequency energy delivery was continued for a total
f 60 s.
alidation of NICE-based activation time imaging. The
econstructed activation time maps of ventricular pre-
xcitation were validated with the catheter-based electro-
natomic data (CARTO) and anatomical markers. For
uantitative analysis, the ablation site positions were digi-
ized and coupled with the computer model as previously
escribed (3,7). The last (successful) ablation site was used
o calculate the spatial and temporal accuracy of NICE. The
osition error of the NICE-based activation mapping was
efined as the distance between the site of earliest activation
igure 2. Ventricular surface model from a cardiac short-axis scan. The left
iddle panel shows a triangulated and remeshed patient cardiac anatom
entricular outflow tract (RVOT). The right panel shows the fusion of Migure 3. Patient-specific volume conductor model comprising chest, lungs, and c
ocations on the skin surface are indicated by spherical markers.n the reconstructed NICE map and the successful ablation
ite on the CARTO map. The site of earliest activation was
ot necessarily located on the endocardium, because the
ICE model also contains epicardial and basal source
oints. Data were obtained during baseline (“W” morphol-
gy) as well as during total AV block (“A” morphology).
tatistical analysis. Results are shown as mean values 
D and are expressed as absolute values. Statistical analysis
f the data was performed with SPSS 10.1 for Windows
SPSS Inc., Chicago, Illinois). The Student t test (unpaired)
as used to evaluate the results, and a p value 0.05 was
onsidered statistically significant.
l shows a magnetic resonance imaging (MRI) slice (thickness 6 mm). The
del with the left ventricle (LV), the right ventricle (RV), and the right
ata and the cardiac anatomy model.pane
y moardiac compartments, including the particular blood masses. The electrode
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November 21, 2006:2045–52 NICE of Ventricular Pre-ExcitationESULTS
cquisition of patient cardiac anatomy. Magnetic reso-
ance imaging data were used to reconstruct a personal
odel of ventricular anatomy for all 7 patients with the
oundary element method and linear triangular boundary
lements. Resolution of the image data was 256 256 60
oxels. The mean number of triangles for the patient-
pecific ventricular mesh models was 1,317  174. The
ean edge length of the triangles was 10.0 mm. An example
f a triangulated ventricular model obtained from MRI data
s given in Figure 2. Figure 3 shows an example of the
econstructed volume conductor model.
ICE. The ventricular activation time sequence was cal-
ulated for each patient for the baseline QRS morphology
“W”) as well as for the adenosine-induced AV block
attern (“A”), as shown in Figure 4. Figure 5 illustrates the
utomatic identification of the beginning and the end of the
RS complex calculated from the rms trace. The mean
RS interval duration for all patients was 125  12 ms for
W” morphology and 153  13 ms for “A” morphology
p  0.01).
lectroanatomic coupling of CARTO and NICE
ata. A color-coded activation map was constructed for all
patients during baseline (“W”) and AV block (“A”). The
reas of first onset of ventricular activation are indicated in
ed and the areas of latest activation in blue. Isochrones are
lotted in steps of 20 ms. As indicated in Figure 6,
ICE-based identification of the accessory pathways was
easible for various ventricular insertion sites.
igure 4. Wilson leads V1 and V5 for “W” (activation sequences during n
denosine-induced AV block) morphology in patients 3 (upper panel) and
epolarization are marked with bold lines. Note that these initial depolarizatio
ontrast to the remaining QRS and T-wave morphology.osition error of NICE-based activation time imaging.
he mean distance from the successful ablation site (indi-
ating the anatomical insertion site of the accessory path-
ay) to the surface of the ventricular model was 5  3 mm.
his parameter is an estimation of the error introduced by
eometrically coupling the electroanatomic data with the
ICE model. To quantify spatial dispersion of the ablation
ites (n  4.3  3.7), the rms distance between the
nsuccessful ablation sites and the site of successful treat-
ent was determined (14  5 mm). The points of earliest
entricular activation in the computed NICE sequences
howed a strong concordance with the invasively deter-
ined successful ablation sites, namely a mean localization
istance of 18.7  5.8 mm during normal AV conduction
nd 18.7  6.4 mm during adenosine-induced AV block.
ata are shown in Table 2.
ISCUSSION
or the first time, noninvasive electrocardiographic imaging
f ventricular pre-excitation was performed in the clinical
etting of a catheter laboratory and validated with invasive
lectroanatomic mapping obtained from patients with
PW syndrome. Our results showed a strong concordance
etween the reconstructed activation sequences and the
natomical location of the accessory bundle insertion site as
ssessed by invasive electroanatomic mapping (CARTO).
he ventricular activation maps reconstructed by NICE
ere obtained in a few minutes’ computation time. Clini-
ally important steps of signal processing, such as classifi-
ation of QRS morphology, target beat selection, baseline
l atrioventricular [AV] conduction) and “A” (activation sequences during
er panel). The first 90 ms (patient 3) and 60 ms (patient 5) of ventricularorma
5 (lown upstrokes remain almost unchanged after adenosine administration in
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NICE of Ventricular Pre-Excitation November 21, 2006:2045–52orrection, and identification of the interval of ventricular
epolarization, were performed with a high level of auto-
ation. These findings and the sufficient localization accu-
acy of the ventricular insertion sites of the accessory
athways (as indicated by the similarity of ventricular
ctivation sequences obtained with NICE and CARTO)
uring sinus rhythm as well as during adenosine-induced
V node block demonstrate that mapping of focal ventric-
lar events is feasible.
ICE. Considerable efforts have been undertaken to solve
he inverse problem of electrocardiography to localize and
mage cardiac activation sequences from body surface elec-
rocardiograms (4–6,12,14). Previous studies have shown
hat the electrical excitation of the heart can be recon-
tructed by fusing data from surface ECG mapping and
RI (3,15). To date, clinical validation of these approaches
n the setting of a catheter laboratory has been limited to
ase reports (3,4,7).
In this study, NICE was performed in patients with
PW syndrome during normal AV conduction as well as
uring adenosine-induced AV block. During baseline, ven-
ricular activation resulted from input via the AV conduc-
ion and via the accessory pathway. After administering
igure 5. Butterfly plot (upper panels) and root mean square (rms) plot
lower panels) of the electrocardiographic mapping data recorded in
atient 1. “W” (activation sequences during normal atrioventricular [AV]
onduction) morphology is shown in the left column and “A” (activation
equences during adenosine-induced AV block) morphology in the right
olumn. Vertical calipers mark the automatically detected beginning and
nd of the QRS complex.denosine, a change in the ventricular activation pattern was Nbserved. Ventricular activation resulted from a single input
ia the accessory pathway. For both sequences the origin of
entricular activation was imaged at the same location
ithin the accuracy of current catheter treatment (rms
istance). It should be emphasized that the transient “A”
orphology activation sequences occurred only for a few
eats, requiring a single-beat imaging method (11).
One might suspect that computation of the ventricular
ctivation sequence during total AV block would result in
etter resolution of the NICE-based ventricular activation
aps, because activation of the ventricular myocardium
riginates from one single input as compared with normal
V conduction. Interestingly, adenosine administration did
ot show any significant improvement in the resolution of
he ventricular activation maps. This might be due to the
act that adenosine tends to increase the ventricular disper-
ion of depolarization and repolarization, as shown in
igure 5 (butterfly plot). This might reduce the imaging
enefit of the single ventricular input during NICE.
Our results show the spatial and temporal resolution of
he NICE data to be comparable to those of the CARTO
ata. The rms error between the various radiofrequency
blation points is approximately in the range of the mean
istance error for the insertion point of the accessory
athway as obtained by NICE. In addition, conventional
adiofrequency ablation catheters create lesions with an
stimated size of 5 to 8 mm (16). Lesion size and dispersion
f the radiofrequency ablation points, as indicated by the
ms distance between the ablation sites, also limit the spatial
recision and the accuracy of radiofrequency catheter abla-
ion procedures.
Currently, the MRI segmentation and meshing proce-
ure for reconstruction of the patient-specific anatomical
odel remains the most time-consuming part (approxi-
ately 30 min). In the catheter laboratory this information
s available a few minutes after the ECG recording, enabling
maging of complex and unstable arrhythmias from single-
eat ECG data. Ongoing development of imaging technol-
gies (e.g., MRI and CT) will help facilitate cardiac
odeling, even online in the catheter laboratory, during the
oming years. Furthermore, we attempted to compute the
entricular activation sequences in a highly automated
ashion as previously described (9,11). The algorithm used
or automated QRS differentiation was able to distinguish
he various QRS morphologies. This automation will be
ssential for further applications of NICE in clinical
ractice.
linical implications. Radiofrequency catheter ablation
as become the standard treatment for patients with symp-
omatic WPW syndrome and has success rates of well over
0% (17). Noninvasive imaging of the ventricular activation
equence is of potential interest for catheter ablation treat-
ent of patients with AV accessory pathways, because it
ight help identify the location of the accessory pathway as
he target substrate within a few minutes. Therefore,
ICE-based electroanatomic mapping might help decrease
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November 21, 2006:2045–52 NICE of Ventricular Pre-Excitationrocedure duration, improve ablation outcome, and prevent
omplications, thanks to simultaneous visualization of car-
iac anatomy and electrical excitation.
In contrast to other electroanatomic imaging techniques,
ICE enables single-beat electroanatomic mapping, which
s crucial for mapping unstable focal arrhythmias. Moreover,
uture developments of anatomical imaging will help further
nhance the accuracy of NICE. Imaging of cardiac fiber
rientation might help reduce model error by implementing
ardiac anisotropy in the inverse algorithm. Furthermore,
mprovements in MRI and CT technologies might facilitate
he fusion of anatomical images and NICE data and
igure 6. The location of earliest ventricular activation as computed by no
oints are denoted by grey markers, and the location of successful ablatio
ccessory pathway. A left posterolateral accessory pathway was identified in
ccessory pathway in patient 4, and a right posteroseptal accessory pat
trioventricular (AV) conduction (“W”), lower panels show activation sequ
iew. Isochrones are plotted in 20-ms intervals.iminish coupling errors. Implementation of these develop- tents in the NICE algorithm might help further increase
he spatial and temporal resolution of this method.
tudy limitations. The clinical validation of NICE is
imited by the finite accuracy of the reference itself. Geo-
etric coupling of the CARTO data and the MRI coordi-
ate system was based on anatomical markers on the
atient’s chest, introducing an error of more than 5 mm
due to, e.g., breathing artifacts, markers outside the
ARTO system’s optimum measurement area). In future
tudies intrathoracic structures could be used as fiducial
arkers to further reduce position error.
Patient 3 showed a reduced accuracy of bundle localiza-
sive imaging of cardiac electrophysiology is indicated in red. The ablation
given by a purple marker, indicating the ventricular insertion site of the
nt 2, a left anterolateral accessory pathway in patient 5, a left posterolateral
in patient 6. Upper panels show activation sequences during normal
during adenosine-induced AV block (“A”). Head icons indicate point ofninva
n is
patie
hway
encesion. As compared with the other patients, this patient
s
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NICE of Ventricular Pre-Excitation November 21, 2006:2045–52howed no isoelectric segment before the QRS complex,
ndicating a fusion of atrial and ventricular signal compo-
ents during early ventricular activation. However, the
pplied NICE model did not account for atrial signal
omponents. This patient also showed a greater ventricular
epolarization time interval for both morphologies (“W”,
43 ms vs. 110 to 129 ms; “A”, 179 ms vs. 139 to 159 ms)
s compared with the other patients. This also implies that
arts of ventricular repolarization contributed to the pa-
ient’s ECG segment used for activation imaging. However,
he applied NICE model did not include ventricular repo-
arization. Thus, the sum of these 2 model errors might be
esponsible for the increased localization error in this
atient. Future improvements in the NICE algorithm, such
s implementation of atrial components or cardiac repolar-
zation, could help to overcome these problems. Studies of
unctional cardiac imaging using fusion of anatomical and
CG mapping are generally limited by the small number of
tudy objects, owing to the complexity of data acquisition
3,4,6). Even the 7 patients included in this study are the
ower limit for statistical evaluation. However, this study is
he first attempt to systematically apply NICE in a cohort of
atients undergoing treatment for a symptomatic arrhyth-
ia. As a first step, this study indicates the feasibility of
oninvasive imaging of ventricular pre-excitation. Further
alidation studies for various arrhythmogenic substrates are
eeded to improve the proposed method and establish
ICE for clinical application in a catheter laboratory.
onclusions. Our results indicate that NICE-based imag-
ng of ventricular activation is feasible for single-beat data in
he clinical setting of a catheter laboratory. Noninvasive
maging of cardiac electrophysiology might be used as a
omplementary noninvasive approach to localize the origin
nd help identify and understand the underlying mecha-
isms of cardiac arrhythmias.
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able 2. Position Error of NICE-Based Activation Time Imagin
#
Ablation
Sites (n)
Distance
HS-SAS (mm)
1 2 7.1
2 2 6.2
3 6 8.1
4 2 4.9
5 12 0.2
6 5 3.7
7 2 3.2
Mean  SD 4.3  3.7 5  3
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